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ROUTINE PERFORMANCE CHECK REPORT Ver .
ermont Departimeni of
: Health Laboratory
DataMasier DMT: 100146
Location: BENNINGTON PD
Calibration Date: 09/01/2010

Certification Date: 09/01/2010 ' '

RECDae 10022010 DEPARTMENT OF HEALTH

Supervisor Name: CHRIS E LAUZON

g ‘ Y ks :j

Diagnostic Results .~ Accuracy and Precision Check —
Concentraiion = (0,102 g/210L

VERSIONS o Lot# = 11-05-100

DMT 1.05 Average = (0.099 g/210L

PIC 2.05 Std Dev = 0.000

Modem 1.06

Questions 1.00 ,

Reports 1.02 RFI Interference Test

- RFI detected

TEMPERATURES

Sample Chamber = 48.97°C .

Breath Tube = 48.08°C Sample Acceptance Test -~

Digital Sim = 33.9°C Passed

SETTINGS ~

Lamp Voltage =1.69V
Cooler Voitage=1.66 V
Bias Voltage =805V
Chopper Freq = 540.1 Hz

o 0.10 : . ; : ‘ 46,0
PUMP INFC ' ' ' ' ‘
= —— Alcohol {(g/2101)
Flow Rate = 5.704 L/IM Flaw Rate (L/M)
. 0.08 i T 32.0
DETECTOR INFO ¢
PUMP ON OFF
MAX(V) -0.0230 -0.0199
MIN(V) -0.0250 -0.0211 0.06 24:0
FLTRRNEO
Filter 1 -0.021 Zero = true G.04 b . e 16,0
Filter 2 0.199 Zero =true r\
Filter 3 0.489 Zero =true : r e Pl
0.02 1 4 8.0
CALIBRATION CHECK
Xgq=0.0767 1.45% ﬂ
. 0.00 ' 0.0
Routine Performance Check Passed 0 5 10 15 20 25 30 35 40 45 50 b5 50
Performed by - Ok Lt s Date 10/02/2010
Reviewed by %MM /%a Fene S Date /C(}/ / 7/ DO
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RECEIVED

0CT 12 2000
ROUTINE PERFORMANCE CHECK REPORT ermont Depariment of

Health Laboraiory

DataMaster DMT: 100146 ‘

Location: BENNINGTON PD ¢ VERMO'\I l

Calibration Date:  09/01/2010 g

Certification Date: 09/01/2010
Installation Date: 102/2010 . _
RPCDater 100272010 DEPARTMENT OF HEALTH

Supervisor Name: CHRIS E LAUZON

Diagnostic Results Accuracy and Precision Check
Conceniration = (1,102 g/210L
VERSIONS Lot# = 11-05-100
DMT1.05 Average = 0.099 g/210L
PIC 2.05 Std Dev = 0.000
Modem 1.06
Questions 1.00 i
Reports 1.02 RFI Interference Test ' ﬂj’J mb\bbl'
RFI not detected Q b -.cﬁifl > ﬂ T 4—
TEMPERATURES
Sample Chamber = 48.91°C ' '
Breath Tube  =48.10°C Sample Acceptance Test

Digital 8im =34.0°C

SETTINGS

Lamp Voltage =165V
Cooler Voltage =1.66 V
Bias Voltage =805V
Chopper Freq = 541.0I1z

PUMP INFO
Flow Rate = 5.682 L/M

DETECTOR INFO
PUMP ON  OFF

MAX(Y) -0.0250 -0.0222
MIN(V) -0.0270 -0.0234

FILTER INFO

Filter 1 -0.022 Zero =true
Filter 2 0.198 Zero=true
Filter 3 0.486 Zero=true

CALIBRATION CHECK
Xq=0.0766 1.56%

Routine Performance Check Failed

Performed by « 0&&% Date 10/02/2010

Reviewed by Date
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